INTRODUCTION
A brain computer interface (BCI) is a device that can provide basic communication ability by regulation of brain activity alone and thus may be the only means of communication for people who are completely paralyzed, like those suffering from final-stage amyotrophic lateral sclerosis or cerebral palsy. A BCI bypasses the malfunctioning neuromuscular pathways of the brain entirely, allowing even the most severely disabled to communicate by deliberately changing their electroencephalogram (EEG). [1] The first BCI was developed over two decades ago and since then considerable advances have been made in BCI technology, including the use of different paradigms, a variety of distinctive EEG signals and various signal-processing algorithms. In spite of these advances, BCI technology continues to remain immature. A significant factor stalling its utilization in medical settings is its prohibitive cost. This paper describes in detail the hardware and software design used to develop a portable and economical mu rhythm-based BCI using the programmable system on chip (PSoC) CY8C29466 (by Cypress Semiconductors). The performance of the BCI is encouraging and merits further investigation into the development of other portable and cost-effective BCI systems as well. The rationale of this study
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classification accuracy and the speed of the BCI. [4] It is significant to note that motor imagery-based BCIs, like the one based on mu rhythm, may have an accuracy of only 60% for some subjects. [3] The best results for unidimensional mu rhythm based BCIs are reported to be an average accuracy and average communication rate of 90% and 20 bits/min for 80% of the subjects (total of five subjects selected from a pool of 60 on the basis of having strong mu rhythm) after 8 weeks of training. [2, 5] This study uses a thresholding-based method to differentiate between high and low mu rhythm power, the threshold being set empirically by an operator for each subject. A detailed description of the system design can be found in the paper by Neat et al. [6] On the other hand, the accuracy and communication rate achieved by a mu rhythmbased BCI designed by Penny et al is reported as 61% and 1.2 bits/min, respectively. [3] Here, a pattern recognitionbased approach is used to differentiate between high and low mu rhythm power. A "reject" option is present, which can be used to reject classifications that have low confidence. This results in slower cursor movement but with an increase in average accuracy and bit rate to 86% and 7.2 bits/min, respectively. [3] Encouraging results have been obtained by researchers in classifying mu rhythm-based synchronization/ desynchronization as a response to four different motor imagery tasks. This shows the potential of mu rhythmbased BCIs to provide multidimensional control. [7] The aim of the present work is an attempt to provide mouselike user control in one dimension. The user is presented a screen with a cursor in the middle and targets at the top and bottom of the screen. The user is supposed to move the cursor toward the highlighted target as quickly as possible. The framework of hardware and software is designed in order to facilitate this user control.
The rest of the paper is arranged as follows: Materials and Methods discusses the system design of the BCI and the mu rhythm analysis; in the next section,the results of preliminary testing are povided; finally, Discussions and Conclusions concludes the paper. Figure 1 shows the basic design of a typical BCI. The "Signal Acquisition" system amplifies and digitizes the signal. "Signal Processing" aims at maximizing the signal to noise ratio (SNR) so as to make it easier to interpret the commands embedded in the signal. It may involve artifact rejection, spectral filtering and spatial filtering. "Feature Extraction" aims at identifying those characteristics of the brain signal that are uniquely caused by a mental process or state. These features may be temporal, spectral or a combination of both. The function of the "Translation Algorithm" is to convert the independent variable (i.e., signal features) into dependent variables (i.e., device control commands). An important requirement of the translation algorithm is that it should adapt itself to the extent of control demonstrated by the user in order to improve system performance. Automating the adaptation process continues to remain one of the most important challenges in BCI technology.
MATERIALS AND METHODS
The BCIs designed so far including the ones based on the mu rhythm have exclusively used software-based techniques for implementing the "Signal Processing," "Feature Extraction" and "Translation Algorithm" blocks and therefore require a dedicated computer for this purpose. On a block diagram level, the novelty of this paper is that "Signal Processing," "Feature Extraction" and part of the "Translation Algorithm" are implemented on a PSoC. The details of this design are provided in the remainder of the section.
Signal Acquisition System
Figure 2 is a block diagram depiction of the signal acquistion system employed. Disposable Ag/AgCl disc electrodes of size 10 mm are placed at C3 and Cz in accordance with the International 10-20 Electrode Placement System. The AD624, a high-precision, low-noise instrumentation amplifier with gain programmed to 1000 (pinprogrammable) is used as an "Instrumentation Amplifier." The AD624 offers an extremely high common mode rejection ratio of 130 dB when programmed to provide a gain of 1000. [8] Furthermore, being pin-programmable, the use of external components is minimized, thereby enhancing the system's simplicity.
A fourth-order band pass filter, designed by cascading two second-order Butterworth band pass filters, is employed as it provides a fair tradeoff between circuit simplicity and noise attenuation in the stop band. LF-353, a dual junction field effect transistor input operational amplifier, is used to design the filter as it provides a high slew rate, has an excellent common-mode rejection ratio (100 dB) and induces minimal noise. [9] The frequency response of the final filter is found to be satisfactory with a pass band from 5 Hz to 25 Hz and a gain of 2.5 in the 8-12 Hz band (maximum variation is 4% within the 8-12 Hz band). A second stage of amplification using an AD-624 with gain programmed to 100 is used, resulting in an overall gain of 250,000 for the 8-12 Hz band. Finally, a clamping stage is added as the analog to digital converter on the PSoC requires the signal to be entirely above DC. Figure 3 shows the postclamping stages implemented on the PSoC required to realize the BCI. To the best of our knowledge, no previous attempt has been made at designing a BCI where signal processing and feature extraction are implemented outside of a computer. 
Signal Processing and Feature Extraction on the PSoC
Signal processing on the PSoC
Graphical user interface for feedback and calibration
For the purpose of neurofeedback training, an application is designed in the Visual Basic script using Microsoft Visual Studio. This application receives the average power in the 8-12 Hz range from the PSoC. This application has two Graphical User Interfaces (GUI's), one each for the user and the operator. The role of the "user" GUI is to simply provide feedback to the user, whereas the "operator" GUI is used for setting the threshold for mu rhythm power and for calibrating the mu rhythm power in order to optimally exploit the degree of control demonstrated by the user.
User GUI i. A cursor is present at the center of the screen with targets at the top and bottom end of the screen, respectively. ii. On starting the application, one of the targets is highlighted; this is the cue for the user to move the cursor in that direction. iii. If the user can move the cursor to the highlighted target successfully, it is registered as a "hit." The application then refreshes itself with the cursor back at the center with a new highlighted target. If the user moves the cursor in the wrong direction and makes contact with the target that is not highlighted, it is registered as a "miss" and the application refreshes itself with the cursor back at the center of the screen. The targets are highlighted in a random order, thereby giving the user an opportunity to demonstrate control over the cursor movement. iv. The results of the session in terms of accuracy and information transfer rate are provided to the user in an online fashion.
Operator GUI
i. After a stable mu rhythm recording is obtained, the operator sets the threshold to a value between 0 and 100 (empirically) in the operator GUI in a way such that the cursor moves up and down approximately equal number of times. ii. A bar graph, acting as a power meter is present, which objectively displays the power in the mu rhythm frequency range (8) (9) (10) (11) (12) . Because the ambient power in the mu rhythm range can vary over time within the same session and from session to session, depending on a multitude of factors like drying up of gel and electrode aging, a provision to perform scaling of the power is present. This can be done by adjusting a horizontal scroll bar provided below the power meter. This scaling is done in order to restrict the ambient changes in power to the range of 0-100 such that the power levels for relaxation and motor imagery fall between 0 and 100. By doing so, the value of the threshold can be kept constant for a session. iii. Depending on whether the mu rhythm power of the user is above or below the set threshold, the command to move the cursor correspondingly is sent to the "user" GUI. iv. The importance of suitable calibration cannot be emphasized enough as, only by doing so, we can ensure that the BCI is able to optimally utilize the degree of control demonstrated by the user. Because it is not possible to automate the calibration process, the operator continues to remains an integral part of the BCI.
Analysis of Mu Rhythm
Three subjects naïve to neurofeedback training are trained for 15 min thrice a day, 6 days a week for a period of 2 weeks. It is important to note that each session is treated as a singular entity for the purpose of quantifying the performance of the subjects. The sampling rate for the PSoC is set at 128 sps and epochs of 0.50 s duration are used to calculate mu rhythm power. The following formulas are used for calculating the mu rhythm power:
Frequency resolution for the DFT of the acquired data is given by (1)
Where, F r is the frequency resolution epl is the epoch length of the acquired data n is the number of samples in the captured epoch N is the length of the DFT employed
The size of the frequency bin, F b for each sample in the DFT, is given by (2)
Thus, the amplitudes of the DFT, a [1] , a [2] …a[N], correspond to the amplitudes for frequencies Fb, 2Fb…NFb.
Equation (3) is used for calculation of power in the frequency range of interest:
where, Power is the average power in the frequency band of interest N is the number of samples for which the power is calculated n 1 and n 2 are the sample numbers of the frequencies corresponding to the highest and lowest frequencies of the frequency band a[i] is amplitude corresponding to the i th frequency component
EXPERIMENTAL RESULTS
Figures 4 and 5 are the DFT plots of a subject during states of relaxation and motor imagery, respectively. While not visually ascertainable, the mu rhythm power in Figure 4 is approximately four-times larger than the mu rhythm power in Figure 5 .
While analysis on a longer epoch length would yield a better frequency resolution, thereby allowing more accurate measurements of power in the 8-12 Hz range, doing so reduces the speed of communication. Thus, a tradeoff between the accuracy of power measurement versus the speed of communication exists.
Equations (4) and (5) During the course of training, the highest accuracy and hit rate were observed to be 80% and 7 hits/min, respectively, for subject "2" (during the penultimate training session).
The performance of each of the subjects on the final day of the training is tabulated in Table 1 . The accuracy and communication rate described here is the average during the course of the session. This "test" session, like the earlier training sessions, is for a duration of 15 min. During this period, the user is continuously given cues to move the cursor in a certain direction. The total number of tries for which the accuracy and communication rate are calculated is variable and depends on the speed with which the user can move the cursor. The higher the speed, the higher the number of attempts the user can make to move the cursor in the 15-min window.
As can be expected, the accuracy was observed to diverge from 50% as training progressed along with a gradual increase in communication rate for all subjects. Occasionally, low accuracy and communication rate were observed, but this can be attributed to the fact that control over EEG like any other skill is highly dependent on concentration, a lapse of which can lead to reduced performance.
DISCUSSIONS AND CONCLUSIONS
A mu rhythm-based BCI has been designed and implemented in a novel manner. Its functionality is verified by training subjects for a period of 2 weeks, after which they were able to show sufficient control over cursor movement in order to validate the functional ability of the BCI. This BCI design is not only the first of its kind but is also cost-effective, a unit of which would cost $300 or less. 
